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NOAA P-3 N43RF 

Altimeter Calibration w/RSD

11/20/2007


Flight ID: 071120I

Sensor or system





Number or Name
INE







1


Accelerometer






N/A

Temperature Probe





1 

Dew Point Probe





3

Altitude (for vertical wind)




RA159(INE1 blended GPS)

Static Pressure






Rosemount Fuselage psf

Dynamic Pressure





Rosemount Fuselage pqf1

Time Source






Micro 99

Local Met Data:

Takeoff (1356Z)

Landing (1634Z)

Aircraft Static Pressure

 1022.8 mb

1021.8 mb

Tower Pressure


1023.4 mb

1023.4 mb

Top of Form 1

Notes:  

All selected sensors worked nominally for the flight.

There were no data gaps.

The radar altimeter, HG9550, “appeared to be less noisy on this flight.  This was the first flight with the HG9550 that had the Honeywell supplied antennas installed.

Flight Director:


Tom Shepherd

Phone #:


(813) 828-3310 ext. 3053
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